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resulting in an excellent overall concordance (163/171, 95%) of viability between PET 
and DISA SPECT. Furthermore, there was good agreement for LVEF measurements by 
gated SPECT and MRI (r=0.92). 
Conclusion: ECG-gated FDG/MIBI DISA SPECT permits simultaneous assessment of 
myocardial glucose metabolism, perfusion and function in a single study. Because the 
acquisition procedure can be completed within 20 minutes, this imaging protocol may be 
suitable for clinical routine. 
1213-64 Accuracy of Gated Perfusion Single-Photon Emission 
Tomography for Left Ventricular Ejection Fraction 
Assessment in the Presence of Large Perfueion 
Defects: Correlation With Cardiac Magnetic Resonance 
Kavin Chan, Ru-San "ran, Felix Keng, Foong-Koon Cheah, Kim-Peng Tan, Bien-Soo Tan, 
Yean-Leng Lira, Terrance Chua, National Heart Center, Singapore, Singapore, 
Diagnostic Radiology, Singapore General Hospital Singapore, Singapore. 
Background. Gated perfusion single-photon emission computed tomography (SPECT) 
assessment of left ventricular ejection fraction (LVEF) and volumes has been well vali- 
dated, but there is controversy about its accuracy in the presence of large perfusion 
defects. We aim to validate the accuracy of gated SPECT measurements in the presence 
of large perfusion defects, using cardiac magnetic resonance (MR) as the gold-standard. 
Methods. 22 male subjects (mean age 53 + 11 years; mean MR LVEF 40.5%, range 9% 
to 70%;15 had prior myocardial infarcts;11 had large rest perfusion defects > 20% of left 
ventricle on SPECT) who had undergone gated perfusion SPECT (25 mCi 99technetium 
tracer, dual head detector, 64 stops, 25 sec/stop, 8 frames/cycle) were enrolled. MR 
(1.5T MR scanner, cine MR with segmented fast low-angle shot pulse sequence) was 
performed on each subject within a week. LVEF, left ventricular end-diastolic (LVEDV) 
and end-systolic (LVESV) Volumes were determined using automated software (Auto- 
quant) for gated SPECT, and semi-automated software (Argus) for MR. 
Results. There was excellent correlation (r = 0.94, p<0.0005) between LVEF assessed 
by gated SPECT and MR (mean LVEF 41.6% and 40.5%, respectively). Difference of the 
means was t .1% (95% CI -t .9% to 4.0%), and was not statistically different (p = 0.07) for 
patients with small or no perfusion defect (-1.5%, 95% C1-5.7% to 2.7%) versus patients 
with large defects (3.6%, 95% CI 0.8% to 6.8%). By Bland-Altman analysis, no significant 
trend in difference was found between the two methods across the range of LVEF values 
(95% limits of agreement -11.9% to 14.0%). There was also excellent correlation 
between LVEDV (r = 0.94, p<0.0005) and LVESV (r = 0.969, p<O.0005) assessed by 
gated SPECT and MR, but the respective mean differences (21.1 ml, 95% CI 7.7 mt to 
34.5 ml; 14.9 ml, 95% CI 4.7 ml to 25.1 ml) and 95% limits of agreement by Bland-Altman 
analysis (-38.2 ml to 80.4 ml; -30.2 ml to 60 ml) were considerably wider. 
Conclusion. There was an excellent correlation between gated SPECT and MR evalua- 
tion of LVEF, despite the presence of large rest perfusion defects on gated SPECT. The 
limits of agreement were excellent for LVEF, but were wider for LVEDV and LVESV. 
1213-65 Does ECG-Gated SPECT Provide Accurate 
Measurement of Left Ventricular Ejection Fraction and 
Volumes? A Mete-Analysis 
John P. Ioannidis, Thomas A. Trikalinos, peter G. Danias. Beth Israel Deaconess 
Medical Center, Boston, Massachusetts, University of/oannina, Ioannina, Greece. 
Background 
ECG-gated SPECT has been proposed as an accurate method for evaluating left ventric- 
ular (LV) end-diastolic volume (EDV), end-systolic volume (ESV) and ejection fraction 
(EF). Several comparisons against the gold standard of cardiac MRI have been per- 
formed, but each has considered few subjects, leaving uncertainty about the frequency 
of discrepancies between the two methods. 
Methods and Results 
We performed a recta-analysis of data on 134 subjects from 8 studies comparing ECG- 
gated SPECT vs. cardiac MRI. Data were pooled in correlation and regression analyses 
relating ECG-gated SPECT and cardiac MRI measurements. The frequency of discrep- 
ancies of at least 30 ml in EDV, 20 ml in ESV and 5% or 10% in EF, and concordance for 
EF=40% were determined. There was an overall excellent correlation between the two 
methods for EDV (r=0.92), ESV (r=0.94) and EF (r=0.89) (FIGURE). However, rates of 
discrepancies for individual subjects were considerable (41% [95% CI, 30-53%] for at 
least 30 ml in EDV; 33% [95% CI, 20-50%] for at least 20 ml in ESV; 48% [95% CI, 34- 
62%] for at least 5% in EF; and 20% [95% CI, 8.44%] for at least 10% in EF). The mis- 
classification rate for the 40% EF cut-oft was 10%. 
Conclusions 
ECG-gated SPECT measurements of EDV, ESV and EF show high correlation with car- 
diac MRI measurements, but substantial errors may occur in individual patients. ECG- 
gated SPECT offers useful functional information, but more accurate imaging modalities 
should be used when exact determinations are required. 
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1213-66 Prone Imaging Adds Significant Independent 
Diagnostic Accuracy to Supine SPECT Perfusion 
Images and Is Superior to the Contribution of Wall 
Motion 
Wvnnson W. Tom. Elias H. Botvinick,MD, University of California, San Francisco, San 
Francisco, California. 
Prone imaging(PI) and wall motion(WM) each aid artifact identification in, and specific- 
ity(spec) of, myocardial perfusion scintigraphy(MPS). We studied the effect on accuracy 
of Pl(n=87) performed with abnormal supine MPS and WM(n=117) acquired with regular 
rhythm in 131 consecutive patients(pts)(79 with both PI and WM) having SPECT sequen- 
tial dual isotope MPS within a month of coronary angiography(CA). Supine stress 
"defects', persisting on PI, were abnormal, while defects resolving on PI were technical in 
origin. Abnormal WM established a defect as parfusion based and abnormal, while pre- 
served WM with a "fixed defect' indicated its technical origin, and normal WM was ambig- 
uous and non-diagnostic in the presence of an apparent reversible defect. The 
independent effects of PI and WM on sensitivity(sans) and spec were compared to base- 
line values derived from blind readings of supine SPECT images. 
Baseline (B) With PI With WM 
Sans/Vassal 162/201=81% 146/201=72%,p<0.05vsB 128/201=64%, 
p<0.05 vs PI;<0.01 vs B 
Sens/Pt 92/103=89% 90/103=87%, NS vs B 61/103=59%, 
p<0.01 vs B and PI 
SpecNesset 163/192=85% 175/192=92%, p<0.05 vs B 170/192=89%, p=NS vs B 
Spec/Pt 18/28=64% 26/28=93%, p<0.05 vs B 22/28=79%, p=NS vs B 
There were 95 men and 41 women with average age 65.2 years(range 21-91), 103 pts 
with CAD and 28 pts with none. The findings(See Table) on PI, modestly reduced sans/ 
vessel but not sens/pt while improving spec/vessel and greatly increasing spec/pt and 
overall accuracy(89% vs 84%, p<0.05). However, WM, normal in 29 pts with abnormal PI 
and CAD, 11 with fully reversible defects, more often mislead, decreasing sans/vessel 
and sens/pt, while increasing both spec/vessel and spec/pt but less than PL PI and WMA 
both increase spec aiding identification of artifact with a cost in sans. PI is a far greater 
independent aid. 
121 3-67 Accuracy of Dynamic SPECT Acquisition for Tc-99m 
Teboroxime Myocardial Perfusion Imaging: Prel iminary 
Results 
Ernest V. Garcia, James R. Gait, Russell D. Folks, Cesar A. Santana, James Cullom, 
James A. Case, Timothy M. Batemen, Multi-Center Trial Investigators, Emory University 
School of Medicine, Atlanta, Georgia, Cardiovascular Consultants, Kansas Cit]4, 
Missouri. 
Background: Tc-99m teboroxime is a myocardial perfusion tracer with a high extraction 
fraction and fast clearance, optimal for flow imaging. A dynamic SPECT acquisition, 
where 90 ° dual detectors are fanned 180 ° every 36 seconds for up to 4 minutes, was 
implemented. All the fanned projections were mathematically combined to yield a "static" 
acquisition to reduce artifacts by accounting for both changing concentration and 
increasing liver activity. The purpose of this investigation is to test the quality and accu- 
racy of the images from this protocol. 
Methods: 46 patients were imaged using a thalUum-rest / teboroxime-stress protocol (20 
with fanning and adenosine stress) and correlated with results from conventional myo- 
cardial perfusion rest-stress protocols. Either the results of the conventional SPECT 
studies or the patients' low likelihood for CAD were used as the gold standard. One 
observer interpreted the teboroxime studies and another independent observer blindly 
interpreted the correlative SPECT studies. Teboroxime images were evaluated for tech- 
nical quality (free of inferior wall liver artifact) and accuracy of the stress study to detect 
CAD and localize it to the LAD, LCX, and RCA vascular territories. 
Results: The teboroxime studies demonstrated high technical quality by protocol: 95% 
(243/257 slices) for adenosine-stress fanning, and 74% (196/265 slices) for conventional 
SPECT. The teboroxime studies using the fanning protocol resulted in 89% accuracy for 
detecting CAD and 78%, 78% and 89% for localizing disease to the LAD, LCX and RCA 
vascular territories respectively. 
Conclusion: These preliminary results show that dynamic SPECT fanning acquisition and 
processing of Tc-99m teboroxime can yield high quality, accurate studies for diagnosing 
coronary arlery disease. These results should be verified in a larger, prospective clinical 
trial. 
1213-68 A Simple Technique to Reduce Scatter In Myocerdlal 
Perfusion Imaging 
Syed Iqbal, Robert Gorski, Mohammed Khalil. Bashir Lone, Steve Blum, Eliot N. Hailer, 
Bronx-Lebanon Hospital Center, Bronx, New York, Montefiore Medical Center, Bronx, 
New York. 
99m Background- Bowel scatter degrades image quality in Tc-sestamibi myocardial per- 
fusion imaging (MPI). Iodinated oral contrast (IOC) absorbs X-rays and has been used to 
outline bowel in x-ray imaging. However IOC also absorbs gamma rays. This study 
tested our hypothesis that IOC given during MPI would absorb gamma rays from 99m'Tc- 
sestamibi n the bowel there by reducing scatter and improving cardiac SPECT images. 
Methods- Twenty consecutive patients undergoing 99m Tc.ssstamibi MPI were random- 
ized to receive either IOC or no contrast (controls). Patients had one-day rest-strass MPI 
using the adenosine stress protocol. All study subjects had their 1 st stress images done 
45 minutes after the stress test. Then the subjects in IOC group were given the iodinated 
oral contrast to drink over 30 minutes and then had their 2 nd set of stress images. The 
control subjects waited 30 minutes and then had their 2 nd set of stress images. Images 
were analyzed using image quality parameters of the scatter counts from a scatter win- 
